






Sole 














Western Agents 
For 
VAN HOUTEN 6&6 TEN BROECK Co. 


Static Machines 
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X-Ray Coils 
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t is adapte: 
Fiunroscope with barium-platino- 1% 1* S°8PE 
7 inch size, $12.50; © Place the 


cyanide screen 5 x7 
6x8 inch size, $16.00. Thisis ofthe tube in an 


e and does not position 


$12. 





best German ma 


easily deteriorate >, 
Price 





NOTE: As we import our tubes direct we are in a position 
to save you heavy transportation charges 


Wnter Jacket, Cancer Treatment Tube 





‘This is an ideal tube for treating alarge or small diseased surface 
in the vagina, rectum or throat. PRICE, $13.50 


w3070H 


Ur, Stiow’s Set of High Frequency ‘Tubes, complete as above, 


one each for vagina, rectum, throat, nose and urethra. 
; $6.00 
$12.00 


Price per set 
Price per set (improved) with metal caps 











2z s our improved German tube, which we recom- 
1 to our customers as one of the best manufacturec 
- of the highest quality of Bohemian glass, all metal parts are 
l constructed and of the highest finish. ‘The platinum cathode 
is 3-32 of an inch in thickness, the anode and dome shaped 
the second anode and the large detachable dise serve to prevent the 
spreading of the rays 






; these are 














when the vacuum of the tube becomes high 
Tubes which are so high as to refuse to excite, with these attach- 
ments readily respond to the current. 

Although the prices are higher than many inferior tubes, yet it 
has been proven that, on account of their superior construction, they 
are the most economical. 






No. 1, 12 C. M. diameter........ Bao eeepc Pe ee: 
N £5 Cs Mi. diameters. ---2-2eenceseseee = 15.00 
17 50 C. M. diameter......-...- Sie vccessn SOG 









202 represents our No. 5 and No. 6 tubes. They wre vad 
same way and of the same material as our Nos. 1, 2 and 3, 
yt that they have an attachment for regulating the yacuum, 
h is operated as follows: 

When th 
ached to the exciter and the current turned on, then by means 
of a small wooden lever elevating the wire at A, the distal end of 
the wire is lowered until it strikes the metal tip C, then the current 
passes along the wire, entering the tube « 











¢ operator wishes to reduce the vacuum the tube is 





C, coming in contact 





with the chemical disc D gas is liberated, which reduces the 
acuam 

This tube is especially desirable and will outlast a number of 
tubes without this attachment 


No, 5,15 C. M. diam $39.00 
No. 6, 17% C. M. diam 35:00 





To those who contemplate purchase, we respectfully submit that 
the Scheidel Coil is computed, designed and built by experts 
electrical engineering. Write us for prices and complete description 
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No. 4 Victor Combination Pneumatic and Mechanical 
Vibratory Massage Outfit 











cARE YOU EQUIPPED WITH 


Scheidel ¢& Co’s 


LATEST IMPROVED X-RAY AND 
ELECTRO-THERAPEUTIC cAPPA- 
RATUS? IF NOT 


Send for Particulars 


and mention desires 


Shutts, Walters ¢& Co. 


Surgeon and Kospital 
Supplies 


5 Sutter Street, 


SAN FRANCISCO, CAL. 
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‘THE Extensive and increasing de- 

mands for the employment of High 
Frequency for physiological and thera- 
peutic purposes, have prompted us to 
enter into the construction of the present 
mentioned apparatus, presented here in 
illustration. 


The practibilities of the opposite 
illustrated apparatus have been demon- 
strated by the most eminent French 
Physicians (Oudin, D’Arsonval, Roche- 


tort) and others. 


The results of demonstration show 
that the nervous system is affectionated 
in the most auspicious manner by High 
Frequency ¢ Alternating Currents. 


SCHEIDE 











nn 
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FOR HIGH FREQUENCY 
ALTERNATING CURRENT 





Closed Cabinet. 


Adapted for Local and General Treatment. 


Prices: 
With Cabinet ~ - - - $75.00 
With Open Table - - - - 65.00 


Accessories Extra, 
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The good results recently obtained, 
especially~ in this branch of therapeutics 
render our apparatus a most important 
factor which a mcdern physician should 
not be without. This apparatus can be 


used for local and general treatments. 


¢«7Minute descriptions, plans, and 
instructions for use will be supplied 
with each apparatus which we manu- 


facture. 


They are unsurpassed for superior- 


ity’ and elegance. 


merit 


5.00 
5 OD 
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ng New! A Perfect Rectifier! 


To transform Alternating 
Current into a Direct Cur- 
rent suitable to operate 
X-Ray Coils, charge Stor- 
age Batteries, for Auto- 
mobiles, etc. To operate 
Direct Current Motors and 
serve most direct current 
purposes. ca ta ta sa sat 





FULLY 
GUARANTEED 





State desires in 


asking for par 





15 DIFFERENT TY 
100 DIFFERENT PURPOSES 








Scheidel’s Guaranteed and Up-to-date 


X-RAY COILS. 
















































































































































































We manufacture X-Ray Coils with : 
rnercury interrupters to operate on direct 
: or alternating currents. a 


Za Full Particulars on «Application, 
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Frequency 


Guaranteed to take good Radio- 
graphs of Chest and Pelvis 


X-Ray tube and holder not included, 


Price, $160.00 





Price, $50.00 
Victor No. 1 Wall Plate 


NEW YORK: 110 East 23d Street 
BOSTON : 727 Boylston Street 


X-RAY COIL 











This is of 
the m Proven 
Trade Mark Quality 
















LIFE IS TOO SHORT 


AND 


TIME TOO PRECIOUS 


to be wasted in attempting to 
get results with imperfect and 
inefficient apparatus 

START RIGHT 
by selecting the best, which in 
things Electrotherapeutical is 


VICTOR The only apparatus made ¢ 


currents under perfect control 








Only from a reliable appa- 
ratus can definite results be 
expected. Choose your instru- 
ments carefully. Why do our 
competitors so frequently com- 
pare their product with ours? 
Why do they copy our cuts? 
Why do they attempt to copy 
our patterns? It is their way 
of admitting that VICTOR 
goods have come to be ac 
cepted as the standard of 
quality. Write us when in 
terested in anything electrical 


Victor Electric 
Main Office 


Company wn rcs 
55-61 Market St., Chicago, tl, 


Portable 
Vibrator 
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X-RAY COIL 
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Frequency ~- 


Guaranteed to take good Radio 
graphs of Chest and Pelvis. 
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DR. W. B. SNOW’S 
Brush Discharge Electrodes 











Price, per Set, $5.00 Net 











The Therapeutic Uses of the Brush- Discharge, and Induced High 
Frequency Discharges of Vacuum Electrodes 
and Geissler Tubes 





sENHAM SNOW, M.D. 


in , r adiotherapy in the New York ol of Physical Therapentics, 
and Nervous Diseases in the 


= HERAPEUTICALLY, the brush-discharge and high-frequency discharges are in 
3g s iditions. Wherever co ion and stasis are 
BOX ‘ sith or without the presence of germ life, these modalities are in 
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been reported cured by both modalities to 





t the site of application oxidizes organic life, 


e ally adapted to the treatment of skin diseases. 








a es, a abies, and allied conditions are wonderfully relieved 
A axes of psoriasis have been greatly benefited by its 
T juency discharges have accomplished such remarkable results in 
: tof ulcer of the rectum, fissure of the anus, hemorrhoids, tonsilitis, and 
a as 1 ure the modality wide recognition, when it becomes 
The a tion of the brush-discharge within the cavities by means 
assure new fields for its use. In this manner it has already 
the treatment of otitis media 
; a t { the ast harge to the early stage of acute inflammatory 
at ' sbacesses, as well as the swelling associated with 
. me with surprising results and has not the unfavorable effect of 
" s into paint ntraction. If the method of employing these 
a ‘ é rstood as well as the indications, they will be universally 
From the Journal of Advanced Therapeutics, March, 1903 
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DR. W. B. SNOW’S 
Brush Discharge Electrodes 








Price, per Set, $5.00 Net 






























































































































































The Therapeutic Uses of the Brush-= Discharge, and Induced High 
Frequency Discharges of Vacuum Electrodes 
and Geissler Tubes 


PHOTO-THERAPY 


The Surgery of Light 





The Finsen Light as modified for use 
in the London Hospital 


THE GENUINE 


FINSEN’S LIGHT 


Within the Reach of All 








The Surgery of Light 


The patient investigation and resultant discoveries of Finsen are too 
fresh in memory to require restatement. That light is a healthful stimulant 
is conceded by all. That it is not only a powerful agent for good but a 
positive germicide is also well established. Aside from its therapeutic 
power, it is without harmless effects, even in cases in which no benefit is 
seemingly obtained. 

Finsen has demonstrated beyond controversy that while certain rays 
of light, notably red and those nearest the red end of the spectrum, either 
produce a soothing effect upon the skin or are attended with only slight 
chemical action, the blue, violet and ultra-violet rays are powerful germicides 
and when concentrated will instantly destroy many forms of exposed 
pathogenic bacteria. 

The results obtained by Finsen by the use of the ultra-violet rays asa 
curative agent for lupus vulgaris and several other forms of parasitical skin 
lesions are well known. When strongly focused, these rays may be caused 
to penetrate the deeper tissues so that remedial action is not confined to the 
external surface alone. Not only does the chemical activity of the various 
ray colors decrease as we approach the red end of the spectrum, but the 
percentage of heat develops in inverse proportion, so that the construction of 
the necessary machine must be such as to develop the maximum amount of 
the rays that pass the ultra-violet end and a minimum quantity of those 
admitted by the red end of the spectrum. q 

The manufacture of the mechanical appliances having reached that 
state of perfection necessary to efficient service, the questions to be answered 
are, Can it be employed in the office of the average practitioner and can it be 
secured at a moderate price? In order that a malady may be treated success- 
fally with the aid of light, the latter must be strongly concentrated and 
cooled. In the construction of the required apparatus, it is not only neces 
sary to secure a powerful light but to properly focus it through a certain 
form of lense. The object of these lenses is to gather the divergent rays of 
the electric arc-lamp and project them parallel. Experiments have proven 
that a large percentage of the ultra-violet rays of natural sunlight are lost in 
rough the atmosphere, and that to obtain these rays in their 
prop »portion, it is necessary to generate them by powerful electric 
lights. It isa well known mechanical principle that while ordinary glass 
arrests 4 large percentage of the ultra-violet rays, rock crystal allows them 
\@ pass freely so that in the proper construction of an apparatus, it is neces 
sary that the lenses be ground from perfectly transparent quarts crystal, OF 
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as it is often called, ‘‘pebble’’ stone. By using two of these ‘*pebble” lenses, 

so as to include a water space between them, violet colored water may be 

admitted to the chamber so that color rays other than violet may be arrested. 

While this feature has been deemed necessary, Finsen has shown that good 
results may be obtained from a powerful light focused through quartz lenses 
if the space between the lenses be filled with uncolored distilled water. As 
this allows the free passage of all of the chemical rays, the germicidal action 
of the violet-rays may be secured even if mixed with those of other colors. 

Much time and money have been spent in research on our part to 

secure a form of lamp available for the use of physiciansand hospitals alike. 
‘he pattern selected and here illustrated is the one designed by Finsen as 
employed for the use of the London Hospital (sometimes known as the 
“London Hospital Lupus Lamp’’). It comprises a powerful arc light that 
may be placed directly in either a 104 volt alternating or 110 volt continuous 
current. As it is constructed with a rheostat, no additional apparatus is 
necessary for its employment. ‘The face of the machine comprises a circular 
hollow chamber in funnel form, so arranged that the center is formed with 
two rock crystal lenses with a water space between them. By means of a 
reservoir and suitable tubing a constant flow of water, either plain or violet 
colored, may be passed through the water space. It is necessary that a 
stream of water should be maintained while light is being generated, not 
only for its cooling effect but to avoid over-heating of the lenses. By a 
special screw device the relation of the light to the lenses may be adjusted 
at all times and a proper focus secured. A second screw de 
proper feed for the arc light, that the distance between the two carbons may 
be inereased or decreased as desired. 

Monell has long held that the demands of the American practi- 
tioners and the equipment of their offices require the employment of a lamp 

f to exceed 10 amperes capacity. ‘This is exactly what we offer in the 
ratus here presented. The machine as now manufactured by us is of 
elegant workmanship, beautifully polished and nickel-plated, and comprises 
an ideal outfit in every particular. This lamp is not only extremely rich in 

\tra-violet rays but it throws off a limited amount of heat and radiates but 
light. It not only forms a powerful germicide, but reduces the time 

-xposure toa minimum. The low price at which it is offered places it 
chin the reach of every hospital and practitioner. 

The wonderful possibilities of this method of treatment 
should attract the attention of every practitioner of medicine. 
We believe the system has long passed the experimental stage 
and that its universal employment is rapidly approaching. Tf 

lering state the form of current with which a lamp must be operated. 

Price net $100.00. Delivered to any railroad station in the 

oA States or Canada west of the Rocky Mountains. 

















Manufactured by 
SHUTTS, WALTERS 6& CO., 


Surgeons’ Instruments, Hospital and Laboratory Supplies 


534-536 Sutter St. San Francisco, Cal. 





